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The  Raman  spectra  for  various  concentrations  of  hydrogen  (Ho)  have  been 
recorded  using  a multipass  gas  technique.  The  intensities  were  correlated  with 
the  concentrations  in  order  to  give  values  which  could  be  used  in  calibration  of 
H^-detecting  instruments.  The  results  indicated  the  concentration  values  ob- 
tained by  Raman  were  accurate  and  could  be  used  as  another  source  for  standards 
i n ca  1 i bra  t i ng  i ns  tr union ta  t i on . 
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INTROUUCT ION 


•as  standards  n:  • : e *re;>ar- -J  >n  ivimotr ical  l>  or  f,  pressure- volume- 

temperature  (PVT)  ie  thuds . Instruments  designed  for  the  detection  and 
quantitation  or  these  gases  must  he  tested  for  instrument  reliability  and 
eventually  tor  calibi  it  i n.  As  a check  on  I , techniques  and  instru- 
ment reliability,  a t.nird  approach  is  desirable. 

(or  the  detection  ot  liutemii  molecule  , such  as  hydrogen  (H0),  Raman 
spectroscopy  offers  sevtr>l  distinct  advantage  over  other  instrumental 
techniques.  Sample  preparation  is  quite  simple.  A given  quantity  of  gas 
can  be  nade  up  (100  ) to  a certain  pressure,  and  the  spectrum  measured. 
Dilutions  ol  this  sample  and  subsequent  spectra  allow  for  correlation  of 
concentration  with  Raman  intensity.  The  fact  that  concentration  and 
Raman  intensity  are  directly  •••  •oortiona  I greatly  aids  in  this  correlation. 

The  Raman  spectrum  of  H>  is  composed  of  two  regions:  a pure  rotational 
region  between  0-600  curl,  and  a vibrational-rotational  region  in  the 
4000-4200  curl  region.  For  intensity  measurements  the  Q-branch  at  4155  curl 
is  used,  this  being  the  strongest  band  in  the  spectrum.  Thus,  the  purpose 
of  this  report  is  to  describe  a simple  technique  for  calibrating  different 
concentrations  of  lb  da  for  instrument  reliability  tests.  The  results  will 
serve  as  another  check  on  calibration  values  or  as  an  alternative  to  other 
calibration  methods.  This  will  aid  in  areas  in  which  Air  Force  operations 
require  determined  levels  of  gases,  in  particular  hydrogen,  to  be  monitored. 


EXPERIMENTAL  PROCEDURE 

Research  grade  hydrogen  (!b)  wa  used  in  the  preparation  of  the  gas  mix- 
tures. Three  mixtures  were  used:  100  ,1  (in  Np',  and  0.1  (in  Np).  Fly- 
drogen  mixtures  were  prepared  hv  standard  PVT  techniques;  sampling  tanks 
were  filled  to  approximately  four  atmospheres.  These  tanks  were  connected 
to  a high-vacuum  glass  line.  The  vacuum  line  contained  a Wal lace/Tierner 
pressure  gauge  and  the  multi  pas  Raman  gas  ceil.  The  entire  system  was 
evacuated  under  a hard  vacuum  ( lO-^  mm  tig).  Approximately  0.66  atmos- 
pheres of  Up  were  deposited  in  the  gas  cell.  The  cell  was  removed  and 
placed  in  th  sample  compartment  in  the  spectrometer. 

A Cary  Model  82  Raman  pect '■aphotometru  system  was  used  for  measuring 
the  spectra.  For  an  excitation  seupce  a spectra  Physics  Model  170-03 
argon-ion  laser  was  used;  the  uN:  A line  was  used.  Laser  power  output  was 
monitored  with  a Cary  laser  power  ieter  measured  at.  the  sample. 


it)  t iguri  shown  1 1»« • . illipass  apparatus  used  tor  these  meas- 

urements. The  laser  beam  >•  JeMected  90°  t>>  a right-angle  prism  and 
(’recced  verticallv  upward-  ihr  > gh  a 209-iir  focal- length  lens.  The  beam 
01  i . t ii-.t  trav  >r  .a  1 barely  p-  the  bottom  mirror  and  hits  the  top 
■ i -or  close  to  too  cen'er  no  ream  i-  mam  to  reflect  many  times  from 
earn  "ii  -rot  ( nu  -a-  • i i bv  i in  n edurt  nv  lvinq  the  adjustment  of  the 
:ar  > n ve  1 f > i.v;u  'nr  m "id  t* v property  tilling  trie  mirrors.  This 

procedure  . ivpeatel  with  me  ia-  cell  in  placi  tor  proper  multipass  mg 
adjustment.  i is  r m\  -•  sar.'  -.  nee  t he  . rar.it  ion  the  mirrors  is  a 

function  of  me  inui  ot  refrai  len  of  the  sampi  Ihe  multipassing 
tech-i i quo  is  do-  iynec  e incim  o the  ignal  Input  the  -.  pectrometer. 

The  usual  gain  acnieved  t\  - a pica;  gas  is  between  a 10-14  factor  im- 
pro  ement.  ilu-  saint  1 .nq  ' it  - .or.’  ts  ot  four  micro-positioned  trans- 
lation platforms;  t*  - bottom  v.o  a 1 hist  the  multipav  apparatus  while  the 
top  two  adjust  the  cell  em  sin.  I iglit  si  at  t.ered  at  90°  is  collected  b> 
i ■ < > ii  and  trails:  er. -cm  i o t. lit  spect rone-.er  In  I inure  2 is  shown 
trie  i cell  mount'd  in  1 1 > holder.  The  optical  flats  art  set  at  the 
brews tt *•  angle.  ' no  lieam  traverse.  the  long  a<  . of  the  cell  while  the 
scattered  radiation  is  collected  out  the  side  of  the  cell.  The  backing 
mirror  provides  only  vei ■ little  "ipr  ivement  in  signal  response  for  gases. 


'I  SUL  TS  AND  DISCUSSION 

In  1 igure  J i shown  the  omplefe  Raman  spectrum  for  He  for  the  spec- 
tral region,  0-4400  enr  1 . Tin-  spectral  assignment  for  the  various  bands 
has  been  well  documented  and  d i -. cussed  (1).  The  four  low  frequency  bands 
appearing  at  555 , 5.46,  ilo,  and  lose  cur1  are  pure  rotat  ional  bands  corres- 
ponding to  changes  in  the  rotational  energy  levels  in  the  H£  molecule. 

The  selection  rules  for  pure  i itutional  energy  level  changes  in  the  Raman 
effect  are  ,10,  + J.  Ihe  oo-.  M-ved  bands  can  be  assigned  as  follows: 
355(J,0  586 ( J , i ■ > . 16(  . 4 . 1£  55(<  ,3-5).  All  of  these  transitions 

correspond  to  v 0 (the  lowest  or  ground  vibrational  energy  level).  The 
strongest  rotational  line  i-.  the  586(J,l-3)  cm*1  band.  The  higher  fre- 
quency bands,  occurring  at  'l.u.  4143,  4155,  and  4161  cur1,  are  vibration- 
rotation  bands.  These  cone  pond  to  rotational  energy  level  changes  be- 
tween the  vibrational  -nergy  states,  v 0 and  v 1.  These  bands  can  be 
assigned  as  follows:  4161 (j  ,0-0) ; 4 1 55 (J.l-1);  4143(0,2-2);  41 26(0 ,3-3) . 

All  of  these  transitions  correspond  to  v D - v I;  also,  these  are  labelled 
as  Q transitions  since  they  involve  \V  1 and  .NO =0 . The  strongest  band 
here  is  4155(0,1-1)  cur1.  These  bands  can  be  seen  more  easily  in  Tigure 
4 where  the  frequency  scale  has  been  increased  to  allow  more  separation 
between  the  observed  bands.  For  the  4155  cm*1  band  the  full  bandwidth  at 
half-max  (FIMIM)  is  approximately  1 cur1.  Compared  to  other  gases  hydro- 
gen exhibits  an  extremely  narrow  band  spectrum;  this  is  due  mainly  to  its 
light  molecular  weight  and  simple  geometry  (homonucl ear  diatomic,  point 
group  symmetry  n ^1,  The  015r.  i.r1  band  being  the  strongest  in  the 
entire  spectrum  wa  rhn  -n  . 'i  - calibration  line  for  hvdrogen.  No  other 
gas  exhibits  a gas  phase  freneenrv  close  to  this  band;  thus,  its  position 
is  ideal  for  mixture;  i • r o I - ' in;  a riltit  nie  of  ga  es. 

r.  Teal , r,  K.  . ’ ’ ‘ c M,  'ood.  r,-e  Raman  pectra  of  the  isotopic 

molecules  (I  . HH,  and  D in  I'hys  4./60  1935). 


In  Figures  5-11  are  shown  the  results  for  the  concentration  meas- 
urements for  100. , 1 , and  0.1  H?.  In  a series  of  concentration 

measurements  all  instrumental  parameters  must  be  maintained  constant  for 
each  recording  to  obtain  accurate  and  reproducible  results.  For  the  dura 
tion  of  an  experiment  the  laser  power  level  at  the  sample  was  monitored 
and  found  to  remain  constant  to  within  + 5 mW.  This  small  variation  has 
a negligible  effect  on  intensity  changes  actually  observed.  Gas-fill 
procedures  did  not  introduce  any  appreciable  error  since  the  pressure 
readings  were  very  reproducible.  The  multipass  gas  cell  was  held  in 
position  by  a cell  holder.  Actually  small  changes  in  the  cell's  position 
fiad  very  little  effect  on  the  intensities.  In  a series  of  experiments 
tor  one  concentration  the  spectral  bandwidth,  period,  scan  speed,  and 
laser  power-  were  constant;  spectral  bandwidth  was  increased  for  the  1 f 
and  0.1  hydrogen  mixtures. 


Figure  5 shows  the  results  obtained  for  the  100  H2  sample  for  vari- 
ous spectral  bandwidths  (SBlO  at  constant  gain  and  laser'  power.  The 
bandwidths  were  increased  from  1 curl  to  10  cm'l.  These  values  are 
actually  related  to  resolution  of  component  bands.  To  a first  approxi- 
mation a 1 curl  bandwidth  would  allow  resolution  of  two  bands  1 cm-1  or 
more  apart.  The  effect  of  bandwidth  on  the  structure  of  the  FI 2 vibration 
rotation  modes  is  easily  and  dramatically  displayed  in  this  figure.  At 
1 curl  SOW  all  four  bands  an'  easily  identified;  however,  as  the  SBW 
values  are  increased  the  4 1 c 1 cm_l  band  slowly  disappears  as  does  the 
4143  cm"!  band.  For  the  4155  cm'l  band  the  FBWHM  increases  from  2 cm"! 
at  SBW  - 1 cm"l  to  13  cm"l  at  SBW  - 10  cm-'.  The  relationship  between 
spectral  bandwidth  and  Raman  intensity  is  shown  in  Figure  6.  This  is  a 
plot  of  Raman  intensity  for  the  415;  cm'l  band  vs.  spectral  bandwidth. 

As  can  be  seen,  this  is  a linear  relationship  ror  the  spectral  bandwidth 
between  1 and  10  curl.  The  standard  relation  between  spectral  band- 
width and  intensity  is  that  by  doubling  the  bandwidth,  the  intensity  in- 
creases by  a factor  of  four.  From  the  graph  here  for  fl2,  this  is  clearly 
not  the  case;  the  intensity  for  H.2  increases  at  a much  slower  rate. 

Figure  7 shows  the  recordings  for  100  lb  at  a SBW  = 1 cm* 1 and  a 
gain  of  200,000,  20,000,  and  2,000  counts/sec.  The  peak  height  intensity 
for  the  4155  curl  band  is  shown.  The  gain  factor  and  Raman  intensity 
show  the  predicted  trend:  a tenfold  increase  in  gain  results  in  a tenfold 
increase  in  Raman  intensity.  The  gain  setting  at  200,000  counts/sec  pro- 
duced an  intensity  of  b.O  while  the  gain  setting  at  20,000  counts/sec 
gave  an  intensity  ef  60.7.  For  the  gain  setting  of  2,000  counts/sec  the 
Raman  intensity  for  this  band  was  off-scale.  Fiowever,  ft  r the  4126  cnrl 
band,  intensities  were  measured  for  each  of  the  three  gain  settings.  Tor 
the  settings  of  200,000,  20,000,  and  2,000  counts/sec,  intensities  meas- 
ured were  6.9,  9.0,  and  09.0,  respectively.  Again,  there  is  good  agree- 
ment, even  for  the  lowest  and  highest  gain  settings  (this  being  a factor 
of  100).  These  three  gain  settings  were  recorded  in  order  to  verify  the 
standard  rule  regulating  gain  and  intensity  so  that  different  concentra- 
tions could  be  recorded  under  similar  gain  settings  and  the  intensity 
would  relate  directly  to  concentration.  For  example,  if  a 1 «2  mixture 

were  recorded  under  the  same  gain  settings,  then  the  results  for  the 


4125  cm- * band  should  be  as  follows:  for  gain  settings  of  200,000, 

20.000,  and  2,000  counts  sec,  intensities  are  0.009,  0.09,  and  0.9, 
respectively.  Clearly  only  the  high  gain  setting  would  give  a measur- 
able intensity.  This  low  intensity  would  indicate  the  need  to  increase 
the  spectral  bandwidth  as  indicated  in  figure  6 and  also  the  need  to 
monitor  the  more  intense  4155  cm-'  band.  The  I H£  mixture  is  shown  in 
Figure  8 for  the  spectral  bandwidth  of  1 cur'  and  gain  settings  of 

200.000,  20,000,  and  2,000  counts/sec.  The  only  really  measurable  Raman 
intensity  comes  from  the  2,000  counts/sec  measurement.  Here  we  observe 
an  intensity  of  6.0.  In  Figure  7 we  observed  an  intensity  of  60.7  for 
the  100  IF’  at  a gain  setting  of  20,000  counts/sec.  The  corresponding 

2.000  counts/sec  intensity  reading  would  have  been  approximately  607. 
nearly  a 1 Ho  mixture  would  then  give  a reading  of  6.07.  This  is  very 
close  to  that  actually  observed.  Thus,  assuming  the  100,  H2  concentra- 
tion to  be  accurate  the  1 Ho  concentration  tested  was  shown  to  be  accu- 
rate also,  this  being  based  on  the  observed  intensities.  As  an  addi- 
tional check  on  the  1 lb  sample,  this  sample  was  recorded  at  a 
spectral  bandwidth  of  8 cm- I (Fig.  9).  For  gain  settings  of  20,000 

and  2,000  counts/sec,  measurable  intensities  were  obtained;  at  20,000 
counts/sec,  1-8.5  and  at  2,000  counts/sec,  1=82.0.  There  is  good  agree- 
ment between  the  two  gain  settings  and  the  intensities.  Also,  there  is 
excellent  agreement  in  intensity  increase  for  the  spectral  bandwidth  in- 
crease from  1 to  8 curl.  This  can  be  seen  by  comparing  the  appropriate 
bandwidths  in  Figure  6. 

The  last  He  sample  recorded  was  the  0.1  mixture.  The  results  are 
shown  in  Figures  10  and  11.  In  Tigure  10  the  spectral  bandwidth  was 
1 cm-'  and  the  gain  settings  as  usual.  No  measurable  intensities  were 
obtained  with  tiiese  settings;  therefore,  the  bandwidth  was  increased  to 
8 cm-1  (Fig.  II).  Intensities  are  observed  for  gains  of  20,000  and 

2.000  counts/sec.  These  were  1.2  and  12.4,  respectively.  Between  the 
two  gain  settings  there  is  good  agreement.  However,  by  a comparison  be- 
tween the  1 intensity  values  and  these  intensity  values  there  appears 
to  be  some  discrepancy.  The  1 H2  values  were  checked  against  the  1001, 

H2  values  and  found  to  be  quite  accurate;  it  is  thus  assumed  that  the  12 
)\Z  values  are  also  accurate.  With  this  assumption,  the  0.1.  H2  values 
appear  to  be  high,  indicating  a concentration  greater  than  0.12.  If  the 
0.1  Ho  concentration  were  accurate  then  the  Raman  intensity  for  the  gain 
of  2,000  counts/sec  should  have  been  approximately  8.2;  this  is  compared 
to  that  actually  observed,  12.  Clearly  Raman  has  detected  an  error  in 

a standard  which  would  have  been  used  to  calibrate  a H2  detection  instru- 
ment. The  approximate  concentration  to  which  this  corresponds  is  0.1 52- . 
The  error,  based  on  the  reproducibility  of  the  recordings  and  the  gain 
vs.  intensity  relationships,  is  + 0.052. 

It  has  been  shown  by  measuring  the  Raman  spectra  of  three  concen- 
trations of  hydrogen  that  accurate  estimates  of  these  concentrations  can 
be  obtained  quickly,  easily,  and  without  recourse  to  highly  sophisticated 
instrumental  techniques.  Raman  offers  the  advantages  of  no  spectral 
interference  for  He  and  ease  of  gas  sample  preparation.  For  sample 
concentrations  of  0.1  or  higher,  Raman  offers  a routine  recording  capa- 
bility. Below  this  concentration,  higher  laser  powers,  larger  spectral 


4 


bandwidths,  and  higher  gains  would  have  to  be  employed.  Theoretically 
by  using  a gain  of  200  counts/sec,  20  cm"'  SBW,  and  laser  power  of  4 
watts  at  the  sample,  the  lower  detection  limit  would  be  0.001  ; this 
would  give  an  intensity  of  at  least  12. 


Figure  1.  Raman  multipass  setup  for  gas  saniDles. 


4000'  1200 


FREQUENCY  |CM  1 


Figure  3.  Raman  spectrum  of  100  H2  (0.66  atm.  H2  sample;  laser 
power  = 0.5  watts  at  sample;  SBW  = 1 cm-1;  qain  = 5000 
counts/sec;  period  - 2 sec;  scan  speed  = 0.2  cnrVsec). 


RAMAN  INTENSITY 
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Figure  4.  Raman  spectrum  of  vibration-rotation  region  at  high  gain 

(laser  power  =1.0  watt  at  sample;  SBU  =0.5  cm-1;  gain  = 1,500 
counts/sec;  period  = 2 sec;  scan  speed  = 0.2  cnr’/sec). 
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Figure  5.  Raman  spectra  showing  intensity  as  a function  of  SBW  (laser 
power  =1.5  watts  at  sample;  gain  = 200,000  counts/sec; 
period  = 1 sec;  scan  speed  = 1 cm-l/sec). 
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Figure  6.  Plot  of  Raman  peak  height  intensity  for  the  4155  cm'1  band  vs. 

spectral  bandwidths  (results  from  figure  5 spectral  measure- 
ment) . 


9 


100 


80 


2 60 

00 

QC 


40 


20 


I 89  0 


I 60  7 


I 90 


I 6 0 


1 = 09 

) 

JL  i 

g 2,000  g 20,000  g 200.000 

GAIN  (g|  COUNTS  PER  SECOND 


figure  7.  Raman  spectra  of  100  for  the  region 

4100-4200  cnH  (laser  power  1.5  watts  at 
sample;  SOW  1 cm'U  period  = 2 sec;  scan 
speed  0.5  curl /sec). 
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Figure  8.  Raman  spectra  of  ]%  H?  for  the  region 
4100-4200  cm-1  (experimental  conditions 
the  same  as  in  Figure  7). 
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Figure  9.  Raman  spectra  of  1%  H2  for  the  region 
4100-4200  cnH  (experimental  conditions 
the  same  as  in  Figure  7,  except  SBW  = 8 cm-1). 
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Figure  10.  Raman  spectra  of  0.1%  H2  for  the  region 
4100-4200  cm- * (experimental  conditions 
the  same  as  in  Figure  7). 
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Raman  spectra  of  0.1%  H2  for  the  region 
4100-4200  cm-'  (experimental  conditions 
the  same  as  in  Figure  7,  except  SBW  = 

8 cm-!). 
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